Physio-Control LIFEPAK CR Plus
(Fully-Automatic)
AED Procedures

- The AED should only be used on a person who displays the symptoms of cardiac arrest.
- The AED will be placed only after the following symptoms are confirmed:
  ✓ Person is unconscious
  ✓ Person is not breathing
- If AED is not immediately available, perform CPR until AED arrives on scene.
- Use of the AED is authorized for emergency response personnel trained in CPR and use of the AED.
- If no trained employee is present, any bystander acting in “good faith” is authorized to use the AED.

Medical Emergency - Responding Employee:
- Assess scene for safety
- Determine unresponsiveness (Tap and shout: No response/No breathing or gasping only)
- Activate emergency system (Dial 911)
- Call for AED
- Check for Breathing – if not breathing, begin CPR chest compressions immediately.
- When AED arrives, Turn ON immediately.
- Follow voice prompts and diagrams on pads to apply electrodes correctly.
  ✓ Remove clothing from patient’s chest.
  ✓ If the patient’s chest hair is thick, shave with razor to allow good seal between electrode pads and skin.
  ✓ If the patient’s chest is dirty or wet, wipe the chest clean and dry.
- Stand clear of patient while the AED analyzes heart rhythm.

If Shock Advised:
- Remain clear of the patient (make sure no one is touching the patient.) The Physio-Control CR Plus (fully auto) AED will advise if a rescue shock is needed. The AED will prompt the responder(s) "preparing to shock, everyone clear, do not touch patient, delivering shock" and a shock will be automatically delivered. The AED will then prompt the responder to "provide chest compressions and rescue breaths." After 2 minutes of CPR, AED will prompt responder to stand clear of the patient and re-analyze.

If NO Shock Advised:
- AED will prompt to "provide chest compressions and rescue breaths." After 2 minutes of CPR, AED will prompt responder to stop CPR, stand clear of the patient and re-analyze.
- Continue cycles of analysis, shocks (if advised) and CPR until professional help arrives. Patient must be transported to hospital. Leave AED attached to patient until EMS arrives and disconnects AED.

After Use:
- The AED should be wiped clean and any used pads discarded. AED Owner will inform AED Authority® of any AED use. (AED “use” is any time AED was opened and pads applied, regardless of whether shock advised or not.) New electrodes will be needed – contact AED Authority and replace as instructed. Ambu-Kit supplies will be cleaned and replaced as needed.
Note: Please see below the copy of the Quick Reference guide from your AED – this card can be found inside the case of your AED.